Lab Comments -- 4th Quarter 2003

4th Quarter 2003

ACKLEY
WELL 2
Lab No.:
WELL 3
Lab No.:
WELL 7
Lab No.:

AKRON

WELL 4
Lab No.:

WELL 6
Lab No.:

ALBURNETT

WELL 2
Lab No.:
Lab No.:
Lab No.:
Lab No.:
Lab No.:
Lab No.:

ALDEN
WELL 2
Lab No.:
Lab No.:
WELL 3
Lab No.:
Lab No.:

ALGONA

WELL 1

Lab No.:
WELL 2

Lab No.:
WELL 5

Lab No.:

Lab No.:

Lab No.:
WELL 6

Lab No.:
WELL 7

Lab No.:

AMANA

WELL 3
Lab No.:

200312317 Upon receipt at the UHL sample meets standard acceptance criteria.
200312318 Upon receipt at the UHL sample meets standard acceptance criteria.

200312316 Upon receipt at the UHL sample meets standard acceptance criteria.

200312656 Upon receipt at the UHL sample meets standard acceptance criteria.

200312655 Upon receipt at the UHL sample meets standard acceptance criteria.

200312913 Upon receipt at the UHL sample meets standard acceptance criteria
200312913 EXCEPT: sample temperature exceeds 6 degrees celsius.
200312913 label 9:45.

200400144 Alburnett

200400144 Upon receipt at the UHL sample meets standard acceptance criteria
200400144 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312348 Upon receipt at the UHL sample meets standard acceptance criteria
200312348 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312349 Upon receipt at the UHL sample meets standard acceptance criteria
200312349 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312587 Upon receipt at the UHL sample meets standard acceptance criteria.
200312588 Upon receipt at the UHL sample meets standard acceptance criteria.
200312586 Upon receipt at the UHL sample meets standard acceptance criteria.
200313086 Upon receipt at the UHL sample meets standard acceptance criteria
200313086 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312589 Upon receipt at the UHL sample meets standard acceptance criteria.

200312590 Upon receipt at the UHL sample meets standard acceptance criteria.

200312703 Upon receipt at the UHL sample meets standard acceptance criteria.




4th Quarter 2003

AMANA

WELL 5
Lab No.:

WELL 6
Lab No.:

ANAMOSA
WELL 4
Lab No.:
Lab No.:

200312702 Upon receipt at the UHL sample meets standard acceptance criteria.

200312701 Upon receipt at the UHL sample meets standard acceptance criteria.

200312508 Upon receipt at the UHL sample meets standard acceptance criteria
200312508 EXCEPT: sample temperature exceeds 6 degrees celsius.

ANAMOSA STATE PENITENTIARY

WELL 1
Lab No.:
Lab No.:
Lab No.:
WELL 2
Lab No.:
Lab No.:
Lab No.:

ANDREW

WELL 2
Lab No.:

APLINGTON
WELL 2
Lab No.:
Lab No.:
WELL 3
Lab No.:
Lab No.:

ARLINGTON
WELL 3
Lab No.:
Lab No.:
WELL 4
Lab No.:
Lab No.:

ATKINS
WELL 1
Lab No.:
Lab No.:
WELL 2
Lab No.:
Lab No.:

ATLANTIC

200312342 Anamosa Penitentiary
200312342 Upon receipt at the UHL sample meets standard acceptance criteria
200312342 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312343 Anamosa Penitentiary
200312343 Upon receipt at the UHL sample meets standard acceptance criteria
200312343 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312707 Upon receipt at the UHL sample meets standard acceptance criteria.

200312340 Upon receipt at the UHL sample meets standard acceptance criteria
200312340 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312339 Upon receipt at the UHL sample meets standard acceptance criteria
200312339 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312330 Upon receipt at the UHL sample meets standard acceptance criteria
200312330 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312331 Upon receipt at the UHL sample meets standard acceptance criteria
200312331 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312404 Upon receipt at the UHL sample meets standard acceptance criteria
200312404 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312405 Upon receipt at the UHL sample meets standard acceptance criteria
200312405 EXCEPT: sample temperature exceeds 6 degrees celsius.
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4th Quarter 2003
ATLANTIC
WELL 10
Lab No.: 200312580 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 11
Lab No.: 200312582 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 12
Lab No.: 200312579 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 6
Lab No.: 200312578 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 7
Lab No.: 200312581 Upon receipt at the UHL sample meets standard acceptance criteria.
AUBURN
WELL 4
Lab No.: 200312663 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 5
Lab No.: 200312664 Upon receipt at the UHL sample meets standard acceptance criteria.
BALDWIN
WELL 1
Lab No.: 200312520 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 2
Lab No.: 200312519 Upon receipt at the UHL sample meets standard acceptance criteria.
BANCROFT
WELL 2
Lab No.: 200312660 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312660 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 3
Lab No.: 200312661 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312661 EXCEPT: sample temperature exceeds 6 degrees celsius.
BAYARD
WELL 1
Lab No.: 200312595 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 2
Lab No.: 200312596 Upon receipt at the UHL sample meets standard acceptance criteria.
BENNETT
WELL 1
Lab No.: 200312720 Upon receipt at the UHL sample meets standard acceptance criteria.
BETTENDORF
WELL 1
Lab No.: 200312055 Upon receipt at the UHL sample meets standard acceptance criteria.
BODE
WELL 3
Lab No.: 200312652 Upon receipt at the UHL sample meets standard acceptance criteria.

BRIGHTON
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4th Quarter 2003

BRIGHTON
WELL 2
Lab No.: 200312705 Upon receipt at the UHL sample meets standard acceptance criteria.
BRITT
WELL 1
Lab No.: 200312714 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 2
Lab No.: 200312715 Upon receipt at the UHL sample meets standard acceptance criteria.
BUFFALO
WELL 1
Lab No.: 200312337 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312337 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200312336 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312336 EXCEPT: sample temperature exceeds 6 degrees celsius.
BURLINGTON
WELL 1
Lab No.: 200311773 Upon receipt at the UHL sample meets standard acceptance criteria.
Lab No.: 200312813 Burlington Municipal Water Works
Lab No.: 200312813 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 2
Lab No.: 200312814 Burlington Municipal Water Works
Lab No.: 200312814 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 3
Lab No.: 200312812 Burlington Municipal Water Works
Lab No.: 200312812 Upon receipt at the UHL sample meets standard acceptance criteria.
CALAMUS
WELL 1
Lab No.: 200312354 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312354 EXCEPT: sample temperature exceeds 6 degrees celsius.
CALMAR
WELL 2
Lab No.: 200312516 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312516 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 3
Lab No.: 200312517 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312517 EXCEPT: sample temperature exceeds 6 degrees celsius.
CASCADE
WELL 4
Lab No.: 200312527 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 5
Lab No.: 200312526 Upon receipt at the UHL sample meets standard acceptance criteria.

CEDAR FALLS
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4th Quarter 2003

CEDAR FALLS

WELL 10

Lab No.:

Lab No.:
WELL 11

Lab No.:

Lab No.:
WELL 3

Lab No.:

Lab No.:
WELL 6

Lab No.:

Lab No.:
WELL 7

Lab No.:

Lab No.:
WELL 8

Lab No.:

Lab No.:

WELL E1

Lab No.:
WELL E10

Lab No.:
WELL E12

Lab No.:
WELL E15

Lab No.:
WELL E16

Lab No.:
WELL E19

Lab No.:
WELL E2

Lab No.:
WELL E20

Lab No.:
WELL E3

Lab No.:
WELL E4

Lab No.:
WELL E5

Lab No.:
WELL E6

Lab No.:
WELL E8

Lab No.:
WELL SEM2

Lab No.:

200312324 S/EP #8

200312324 Upon receipt at the UHL sample meets standard acceptance criteria.

200312325 S/EP #9

200312325 Upon receipt at the UHL sample meets standard acceptance criteria.

200312320 S/EP #2

200312320 Upon receipt at the UHL sample meets standard acceptance criteria.

200312321 S/EP #4

200312321 Upon receipt at the UHL sample meets standard acceptance criteria.

200312322 S/EP #5

200312322 Upon receipt at the UHL sample meets standard acceptance criteria.

200312323 S/EP #6

200312323 Upon receipt at the UHL sample meets standard acceptance criteria.

CEDAR RAPIDS

200311363 Upon receipt at the UHL sample meets standard acceptance criteria.
200311188 Upon receipt at the UHL sample meets standard acceptance criteria.
200311189 Upon receipt at the UHL sample meets standard acceptance criteria.
200311190 Upon receipt at the UHL sample meets standard acceptance criteria.
200311191 Upon receipt at the UHL sample meets standard acceptance criteria.
200311176 Upon receipt at the UHL sample meets standard acceptance criteria.
200311183 Upon receipt at the UHL sample meets standard acceptance criteria.
200311364 Upon receipt at the UHL sample meets standard acceptance criteria.
200311174 Upon receipt at the UHL sample meets standard acceptance criteria.
200311184 Upon receipt at the UHL sample meets standard acceptance criteria.
200311185 Upon receipt at the UHL sample meets standard acceptance criteria.
200311186 Upon receipt at the UHL sample meets standard acceptance criteria.
200311187 Upon receipt at the UHL sample meets standard acceptance criteria.

200311192 Upon receipt at the UHL sample meets standard acceptance criteria.
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4th Quarter 2003

CEDAR RAPIDS

WELL SEM4

Lab No.:
WELL SEM6

Lab No.:
WELL SEM8

Lab No.:
WELL W1

Lab No.:
WELL W2

Lab No.:
WELL W3

Lab No.:
WELL W4

Lab No.:
WELL W6

Lab No.:
WELL W7

Lab No.:
WELL W9

Lab No.:

WELL 2
Lab No.:
Lab No.:
WELL 3
Lab No.:
Lab No.:

CHARLOTTE

WELL 2

Lab No.:
WELL 3

Lab No.:

WELL 1

Lab No.:
WELL 2

Lab No.:
WELL 3

Lab No.:

CLARENCE

WELL 2

Lab No.:
WELL 4

Lab No.:

200311193 Upon receipt at the UHL sample meets standard acceptance criteria.
200311194 Upon receipt at the UHL sample meets standard acceptance criteria.
200311195 Upon receipt at the UHL sample meets standard acceptance criteria.
200311178 Upon receipt at the UHL sample meets standard acceptance criteria.
200311179 Upon receipt at the UHL sample meets standard acceptance criteria.
200311175 Upon receipt at the UHL sample meets standard acceptance criteria.
200311180 Upon receipt at the UHL sample meets standard acceptance criteria.
200311181 Upon receipt at the UHL sample meets standard acceptance criteria.
200311182 Upon receipt at the UHL sample meets standard acceptance criteria.

200311177 Upon receipt at the UHL sample meets standard acceptance criteria.

CENTRAL CITY

200312328 Upon receipt at the UHL sample meets standard acceptance criteria
200312328 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312327 Upon receipt at the UHL sample meets standard acceptance criteria
200312327 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312235 Upon receipt at the UHL sample meets standard acceptance criteria.

200312236 Upon receipt at the UHL sample meets standard acceptance criteria.

CITY OF ROCKWELL

200311271 Upon receipt at the UHL sample meets standard acceptance criteria.
200311272 Upon receipt at the UHL sample meets standard acceptance criteria.

200311273 Upon receipt at the UHL sample meets standard acceptance criteria.

200312522 Upon receipt at the UHL sample meets standard acceptance criteria.

200312523 Upon receipt at the UHL sample meets standard acceptance criteria.




4th Quarter 2003

CLEAR LAKE
WELL 2
Lab No.: 200312260 Upon receipt at the UHL sample meets standard acceptance criteria.
CLINTON
WELL 10
Lab No.: 200313082 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 11
Lab No.: 200313083 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 3
Lab No.: 200313078 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 7
Lab No.: 200313079 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 8
Lab No.: 200313080 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 9
Lab No.: 200313081 Upon receipt at the UHL sample meets standard acceptance criteria.
COGGON
WELL 1
Lab No.: 200312346 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312346 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200312345 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312345 EXCEPT: sample temperature exceeds 6 degrees celsius.
COLESBURG
WELL 2
Lab No.: 200312351 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312351 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 4
Lab No.: 200312352 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312352 EXCEPT: sample temperature exceeds 6 degrees celsius.
COLUMBUS JUNCTION
WELL 4
Lab No.: 200312447 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 5
Lab No.: 200312446 Upon receipt at the UHL sample meets standard acceptance criteria.
CONRAD
WELL 3
Lab No.: 200312333 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312333 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 4
Lab No.: 200312334 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312334 EXCEPT: sample temperature exceeds 6 degrees celsius.
COON RAPIDS

WELL 1




4th Quarter 2003
COON RAPIDS
WELL 1
Lab No.: 200312402 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 5
Lab No.: 200312401 Upon receipt at the UHL sample meets standard acceptance criteria.
CORALVILLE
WELL 1
Lab No.: 200309513 should have been listed as 11:00 am.
Lab No.: 200312493 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 10
Lab No.: 200312496 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 2
Lab No.: 200309514 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 6
Lab No.: 200312492 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 7
Lab No.: 200312494 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 8
Lab No.: 200312495 Upon receipt at the UHL sample meets standard acceptance criteria.
CRESCO
WELL 3
Lab No.: 200312711 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312711 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 4
Lab No.: 200312712 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312712 EXCEPT: sample temperature exceeds 6 degrees celsius.
DAKOTA CITY
WELL 2
Lab No.: 200400188 Upon receipt at the UHL sample meets standard acceptance criteria.
DECORAH
WELL 1
Lab No.: 200312263 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312263 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200312264 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312264 EXCEPT: sample temperature exceeds 6 degrees celsius.
Lab No.: 200312915 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 3
Lab No.: 200312265 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312265 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 5
Lab No.: 200312266 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312266 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 6
Lab No.: 200312267 Upon receipt at the UHL sample meets standard acceptance criteria
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4th Quarter 2003

DECORAH

WELL 6

Lab No.:
Lab No.:

WELL 7

Lab No.:
Lab No.:
Lab No.:

200312267 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312916 Upon receipt at the UHL sample meets standard acceptance criteria.

200312262 Upon receipt at the UHL sample meets standard acceptance criteria
200312262 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312917 Upon receipt at the UHL sample meets standard acceptance criteria.

DECORAH FREEPORT

WELL 1
Lab No.: 200311783 Freeport Water District
Lab No.: 200311783 Upon receipt at the UHL sample meets standard acceptance criteria.
DELHI
WELL 1
Lab No.: 200312592 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 2
Lab No.: 200312593 Upon receipt at the UHL sample meets standard acceptance criteria.
DELMAR
WELL 1
Lab No.: 200312244 Upon receipt at the UHL sample meets standard acceptance criteria.
DEWITT
WELL 3
Lab No.: 200312182 SE/P #1
Lab No.: 200312182 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 5
Lab No.: 200312181 SE/P #2
Lab No.: 200312181 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 6
Lab No.: 200312180 SE/P #3
Lab No.: 200312180 Upon receipt at the UHL sample meets standard acceptance criteria.
DONNELLSON
WELL 6
Lab No.: 200312258 Upon receipt at the UHL sample meets standard acceptance criteria.
DOW CITY
WELL 3
Lab No.: 200312131 Upon receipt at the UHL sample meets standard acceptance criteria.
DOWS
WELL 4
Lab No.: 200312173 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 5
Lab No.: 200312174 Upon receipt at the UHL sample meets standard acceptance criteria.

DUBUQUE TABLE MOUND

WELL 1
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4th Quarter 2003

DUBUQUE TABLE MOUND

WELL 1
Lab No.:
Lab No.:
WELL 2
Lab No.:
Lab No.:

DUNLAP
WELL 1
Lab No.:
Lab No.:
Lab No.:
Lab No.:
WELL 2
Lab No.:
WELL 3
Lab No.:
Lab No.:
Lab No.:

DYERSVILLE

WELL 4

Lab No.:
WELL 5

Lab No.:

200311915 Upon receipt at the UHL sample meets standard acceptance criteria
200311915 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311916 Upon receipt at the UHL sample meets standard acceptance criteria
200311916 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312269 Upon receipt at the UHL sample meets standard acceptance criteria.

200400192 Dunlap Water Supply
200400192 Upon receipt at the UHL sample meets standard acceptance criteria
200400192 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312270 Upon receipt at the UHL sample meets standard acceptance criteria.

200312271 Upon receipt at the UHL sample meets standard acceptance criteria.

200400193 Upon receipt at the UHL sample meets standard acceptance criteria
200400193 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312044 Upon receipt at the UHL sample meets standard acceptance criteria.

200312045 Upon receipt at the UHL sample meets standard acceptance criteria.

EAGLE GROVE

WELL 3
Lab No.: 200312176 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312176 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 4
Lab No.: 200312177 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312177 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 5
Lab No.: 200312178 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312178 EXCEPT: sample temperature exceeds 6 degrees celsius.
EARLVILLE
WELL 2
Lab No.: 200312480 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312480 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 3
Lab No.: 200312481 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312481 EXCEPT: sample temperature exceeds 6 degrees celsius.
EAST AMANA
WELL 2
Lab No.: 200312697 Upon receipt at the UHL sample meets standard acceptance criteria.
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4th Quarter 2003

EDDYVILLE

WELL 4

Lab No.:
Lab No.:
Lab No.:

EDGEWOOD

WELL 1

Lab No.:

WELL 2

Lab No.:

WELL 3

Lab No.:

ELDRIDGE

WELL 2

Lab No.:

WELL 3

Lab No.:

ELKADER

WELL 2

Lab No.:
Lab No.:
Lab No.:

WELL 3

Lab No.:
Lab No.:
Lab No.:

ELMA

WELL 1

Lab No.:
Lab No.:

EPWORTH

WELL 2

Lab No.:
Lab No.:

WELL 3

Lab No.:
Lab No.:

WELL 4

Lab No.:
Lab No.:

EVANSDALE

WELL 1

Lab No.:

WELL 3

200312238 Upon receipt at the UHL sample meets standard acceptance criteria
200312238 EXCEPT: sample temperature exceeds 6 degrees celsius.
200312238 label 8:55.

200312080 Upon receipt at the UHL sample meets standard acceptance criteria.
200312081 Upon receipt at the UHL sample meets standard acceptance criteria.

200312082 Upon receipt at the UHL sample meets standard acceptance criteria.

200312241 Upon receipt at the UHL sample meets standard acceptance criteria.

200312242 Upon receipt at the UHL sample meets standard acceptance criteria.

200312122 Upon receipt at the UHL sample meets standard acceptance criteria
200312122 EXCEPT: sample temperature exceeds 6 degrees celsius.
200312122 11-11-03.

200312123 Upon receipt at the UHL sample meets standard acceptance criteria
200312123 EXCEPT: sample temperature exceeds 6 degrees celsius.
200312123 11-11-03.

200312503 Upon receipt at the UHL sample meets standard acceptance criteria
200312503 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312723 Upon receipt at the UHL sample meets standard acceptance criteria
200312723 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312722 Upon receipt at the UHL sample meets standard acceptance criteria
200312722 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312724 Upon receipt at the UHL sample meets standard acceptance criteria
200312724 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312075 Upon receipt at the UHL sample meets standard acceptance criteria.
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4th Quarter 2003
EVANSDALE
WELL 3
Lab No.: 200312076 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 4
Lab No.: 200312077 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 5
Lab No.: 200312078 Upon receipt at the UHL sample meets standard acceptance criteria.
FAIRBANK
WELL 3
Lab No.: 200312717 Fifth & South St.
Lab No.: 200312717 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 4
Lab No.: 200312718 Van Dalle & South Walnut St.
Lab No.: 200312718 Upon receipt at the UHL sample meets standard acceptance criteria.
FARLEY
WELL 1
Lab No.: 200312051 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 2
Lab No.: 200312052 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 3
Lab No.: 200312053 Upon receipt at the UHL sample meets standard acceptance criteria.
FARMERSBURG
WELL 1
Lab No.: 200312047 Upon receipt at the UHL sample meets standard acceptance criteria.
FARMINGTON
WELL 1
Lab No.: 200312038 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312038 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200312039 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312039 EXCEPT: sample temperature exceeds 6 degrees celsius.
FAYETTE
WELL 2
Lab No.: 200312513 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 3
Lab No.: 200312514 Upon receipt at the UHL sample meets standard acceptance criteria.
FERTILE
WELL 1
Lab No.: 200312855 Upon receipt at the UHL sample meets standard acceptance criteria.
FLOYD
WELL 1
Lab No.: 200312129 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 2
Lab No.: 200312128 Upon receipt at the UHL sample meets standard acceptance criteria.
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4th Quarter 2003
FORT ATKINSON
WELL 1
Lab No.: 200312049 Upon receipt at the UHL sample meets standard acceptance criteria.
Lab No.: 200400276 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200400276 EXCEPT: sample temperature exceeds 6 degrees celsius.
FORT DODGE
WELL 12
Lab No.: 200312249 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 14
Lab No.: 200312250 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 15
Lab No.: 200312251 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 16
Lab No.: 200312252 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 17
Lab No.: 200312253 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 8
Lab No.: 200312248 Upon receipt at the UHL sample meets standard acceptance criteria.
GARNAVILLO
WELL 1
Lab No.: 200311864 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311864 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200311865 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311865 EXCEPT: sample temperature exceeds 6 degrees celsius.
GARNER
WELL 1
Lab No.: 200312036 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 2
Lab No.: 200312035 Upon receipt at the UHL sample meets standard acceptance criteria.
GARRISON
WELL 3
Lab No.: 200311778 Upon receipt at the UHL sample meets standard acceptance criteria.
GILMORE CITY
WELL 2
Lab No.: 200311852 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311852 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 3
Lab No.: 200311853 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311853 EXCEPT: sample temperature exceeds 6 degrees celsius.
GLIDDEN
WELL 5
Lab No.: 200311845 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 6
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4th Quarter 2003

GLIDDEN

WELL 6

Lab No.:

WELL 7

Lab No.:

GOODELL

WELL 1

Lab No.:
Lab No.:

WELL 2

Lab No.:

GRAFTON

WELL 1

Lab No.:
Lab No.:

WELL 2

Lab No.:
Lab No.:

200311846 Upon receipt at the UHL sample meets standard acceptance criteria.

200311847 Upon receipt at the UHL sample meets standard acceptance criteria.

200312004 Upon receipt at the UHL sample meets standard acceptance criteria.
200312967 Upon receipt at the UHL sample meets standard acceptance criteria.

200312005 Upon receipt at the UHL sample meets standard acceptance criteria.

200312119 Upon receipt at the UHL sample meets standard acceptance criteria
200312119 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312120 Upon receipt at the UHL sample meets standard acceptance criteria
200312120 EXCEPT: sample temperature exceeds 6 degrees celsius.

GRAND MOUND

WELL 1

Lab No.:
Lab No.:

WELL 2

Lab No.:
Lab No.:

GREENE

WELL 1

Lab No.:
Lab No.:

WELL 2

Lab No.:
Lab No.:

GRISWOLD

WELL 3

Lab No.:

WELL 4

Lab No.:

WELL 5

Lab No.:

200311775 Upon receipt at the UHL sample meets standard acceptance criteria
200311775 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311776 Upon receipt at the UHL sample meets standard acceptance criteria
200311776 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311861 Upon receipt at the UHL sample meets standard acceptance criteria
200311861 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311862 Upon receipt at the UHL sample meets standard acceptance criteria
200311862 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312063 Upon receipt at the UHL sample meets standard acceptance criteria.
200312061 Upon receipt at the UHL sample meets standard acceptance criteria.

200312062 Upon receipt at the UHL sample meets standard acceptance criteria.

GUTHRIE CENTER

WELL 1

Lab No.:

WELL 2

Lab No.:

200311828 Upon receipt at the UHL sample meets standard acceptance criteria.

200311829 Upon receipt at the UHL sample meets standard acceptance criteria.

Page 14 of 35




4th Quarter 2003

GUTHRIE CENTER

WELL 3
Lab No.: 200311830 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 4
Lab No.: 200311831 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 5
Lab No.: 200311832 Upon receipt at the UHL sample meets standard acceptance criteria.
GUTTENBERG
WELL 1
Lab No.: 200311855 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311855 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200311856 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311856 EXCEPT: sample temperature exceeds 6 degrees celsius.
HANLONTOWN
WELL 1
Lab No.: 200311785 Upon receipt at the UHL sample meets standard acceptance criteria.
HAWARDEN
WELL 1
Lab No.: 200312066 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312066 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200312067 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312067 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 3
Lab No.: 200312068 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312068 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 4
Lab No.: 200312069 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312069 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 5
Lab No.: 200312070 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312070 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 6
Lab No.: 200312071 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312071 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 7
Lab No.: 200312065 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312065 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 8
Lab No.: 200312072 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312072 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 9
Lab No.: 200312073 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312073 EXCEPT: sample temperature exceeds 6 degrees celsius.
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HAWKEYE
WELL 3
Lab No.: 200311838 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311838 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 4
Lab No.: 200311839 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311839 EXCEPT: sample temperature exceeds 6 degrees celsius.
HAZLETON
WELL 1
Lab No.: 200311780 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311780 EXCEPT: sample temperature exceeds 6 degrees celsius.
Lab No.: 200312918 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 3
Lab No.: 200311781 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311781 EXCEPT: sample temperature exceeds 6 degrees celsius.
Lab No.: 200312247 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312247 EXCEPT: sample temperature exceeds 6 degrees celsius.
HIAWATHA
WELL 4
Lab No.: 200311788 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311788 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 5
Lab No.: 200311789 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311789 EXCEPT: sample temperature exceeds 6 degrees celsius.
HOPKINTON
WELL 2
Lab No.: 200311841 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 3
Lab No.: 200311842 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 4
Lab No.: 200311843 Upon receipt at the UHL sample meets standard acceptance criteria.
HUMBOLDT
SPRING 1
Lab No.: 200311859 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311859 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 1
Lab No.: 200311858 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311858 EXCEPT: sample temperature exceeds 6 degrees celsius.
INDEPENDENCE
WELL 3
Lab No.: 200309947 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200309947 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 4
Lab No.: 200309948 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200309948 EXCEPT: sample temperature exceeds 6 degrees celsius.
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INDEPENDENCE

WELL 6
Lab No.: 200309949 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200309949 EXCEPT: sample temperature exceeds 6 degrees celsius.

WELL 7
Lab No.: 200309950 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200309950 EXCEPT: sample temperature exceeds 6 degrees celsius.

IOWA CITY

WELL 1
Lab No.: 200310247 River Heights Property Owner Association

Lab No.: 200310247 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 1 U OF | WATER
Lab No.: 200309726 lowa City, U of | Main Campus

Lab No.: 200309726 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 2
Lab No.: 200310248 River Heights Property Owner Association

Lab No.: 200310248 Upon receipt at the UHL sample meets standard acceptance criteria.

Lab No.: 200312279 Jordan Well #2

Lab No.: 200312279 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 3
Lab No.: 200310249 River Heights Property Owner Association

Lab No.: 200310249 Upon receipt at the UHL sample meets standard acceptance criteria.
Lab No.: 200312225 Upon receipt at the UHL sample meets standard acceptance criteria.

IOWA FALLS

WELL ER1

Lab No.: 200311608 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL ER2

Lab No.: 200311609 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL ER3

Lab No.: 200311604 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL PS1

Lab No.: 200311607 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL PS2

Lab No.: 200311606 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL PS3

Lab No.: 200311605 Upon receipt at the UHL sample meets standard acceptance criteria.

JANESVILLE

WELL 3

Lab No.: 200311589 Upon receipt at the UHL sample meets standard acceptance criteria.

JESUP

WELL 2

Lab No.: 200312468 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 4

Lab No.: 200312469 Upon receipt at the UHL sample meets standard acceptance criteria.

KELLOGG
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KELLOGG

WELL 1

Lab No.:

WELL 2

Lab No.:

WELL 3

Lab No.:

KENSETT

WELL 1

Lab No.:
Lab No.:

WELL 2

Lab No.:
Lab No.:

KLEMME

WELL 1

Lab No.:
Lab No.:

WELL 2

Lab No.:
Lab No.:

LA MOTTE

WELL 1

Lab No.:

WELL 2

Lab No.:

LAKE CITY

WELL 3

Lab No.:
Lab No.:

WELL 4

Lab No.:
Lab No.:

LAKOTA

WELL 2

Lab No.:
Lab No.:

WELL 4

Lab No.:
Lab No.:

LAMONT

WELL 1

Lab No.:

WELL 2

200311792 Upon receipt at the UHL sample meets standard acceptance criteria.
200311791 Upon receipt at the UHL sample meets standard acceptance criteria.

200311793 Upon receipt at the UHL sample meets standard acceptance criteria.

200312125 Upon receipt at the UHL sample meets standard acceptance criteria
200312125 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312126 Upon receipt at the UHL sample meets standard acceptance criteria
200312126 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311849 Upon receipt at the UHL sample meets standard acceptance criteria
200311849 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311850 Upon receipt at the UHL sample meets standard acceptance criteria
200311850 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311770 Upon receipt at the UHL sample meets standard acceptance criteria.

200311771 Upon receipt at the UHL sample meets standard acceptance criteria.

200311666 Upon receipt at the UHL sample meets standard acceptance criteria
200311666 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311667 Upon receipt at the UHL sample meets standard acceptance criteria
200311667 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312759 Upon receipt at the UHL sample meets standard acceptance criteria
200312759 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312760 Upon receipt at the UHL sample meets standard acceptance criteria
200312760 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311519 Upon receipt at the UHL sample meets standard acceptance criteria.
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LAMONT

WELL 2
Lab No.:

LANSING
WELL 1
Lab No.:
Lab No.:
WELL 2
Lab No.:
Lab No.:

200311518 Upon receipt at the UHL sample meets standard acceptance criteria.

200312510 Upon receipt at the UHL sample meets standard acceptance criteria
200312510 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312511 Upon receipt at the UHL sample meets standard acceptance criteria
200312511 EXCEPT: sample temperature exceeds 6 degrees celsius.

LAPORTE CITY

WELL 2
Lab No.: 200311656 LaPorte City Utilities
Lab No.: 200311656 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311656 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 3
Lab No.: 200311657 LaPorte City Utilities
Lab No.: 200311657 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311657 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 4
Lab No.: 200311658 LaPorte City Utilities
Lab No.: 200311658 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311658 EXCEPT: sample temperature exceeds 6 degrees celsius.
LEDYARD
WELL 1
Lab No.: 200312756 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312756 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200312757 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312757 EXCEPT: sample temperature exceeds 6 degrees celsius.
LEMARS
WELL 6
Lab No.: 200311597 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 7
Lab No.: 200311598 Upon receipt at the UHL sample meets standard acceptance criteria.
LIME SPRINGS
WELL 1
Lab No.: 200311592 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 2
Lab No.: 200311591 Upon receipt at the UHL sample meets standard acceptance criteria.
LISBON
WELL 1
Lab No.: 200311875 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 2
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LISBON

WELL 2

Lab No.: 200311876 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 3

Lab No.: 200311877 Upon receipt at the UHL sample meets standard acceptance criteria.

LIVERMORE

WELL 4

Lab No.: 200311600 Upon receipt at the UHL sample meets standard acceptance criteria.

Lab No.: 200311600 label 10:52.

LONG GROVE
WELL 1
Lab No.: 200311728 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311728 EXCEPT: sample temperature exceeds 6 degrees celsius.

LOST NATION

WELL 1

Lab No.: 200311594 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 2

Lab No.: 200311595 Upon receipt at the UHL sample meets standard acceptance criteria.
Lab No.: 200312256 Upon receipt at the UHL sample meets standard acceptance criteria.

LOW MOOR
WELL 1
Lab No.: 200311512 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311512 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200311513 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311513 EXCEPT: sample temperature exceeds 6 degrees celsius.

MANCHESTER
WELL 4
Lab No.: 200311796 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 5
Lab No.: 200311795 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 6
Lab No.: 200311797 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 7
Lab No.: 200311798 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 8
Lab No.: 200311799 Upon receipt at the UHL sample meets standard acceptance criteria.
MANLY
WELL 2

Lab No.: 200311262 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 4

Lab No.: 200311261 Upon receipt at the UHL sample meets standard acceptance criteria.

MAQUOKETA

WELL 3
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MAQUOKETA
WELL 3
Lab No.: 200311254 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311254 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 4
Lab No.: 200311255 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311255 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 5
Lab No.: 200311256 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311256 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 6
Lab No.: 200311253 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311253 EXCEPT: sample temperature exceeds 6 degrees celsius.

MARBLE ROCK

WELL 1
Lab No.: 200311275 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311275 EXCEPT: sample temperature exceeds 6 degrees celsius.
MARION
WELL 1
Lab No.: 200311335 Upon receipt at the UHL sample meets standard acceptance criteria.
Lab No.: 200311335 label 10:08.
WELL 3
Lab No.: 200311336 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 4
Lab No.: 200311337 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 5
Lab No.: 200311338 Upon receipt at the UHL sample meets standard acceptance criteria.
MARQUETTE
WELL 2
Lab No.: 200311264 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311264 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 3
Lab No.: 200311265 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311265 EXCEPT: sample temperature exceeds 6 degrees celsius.
MARSHALLTOWN
WELL 14
Lab No.: 200311148 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311148 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 6
Lab No.: 200311145 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311145 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 7
Lab No.: 200311144 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311144 EXCEPT: sample temperature exceeds 6 degrees celsius.

WELL 8
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MARSHALLTOWN
WELL 8
Lab No.: 200311146 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311146 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 9
Lab No.: 200311147 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311147 EXCEPT: sample temperature exceeds 6 degrees celsius.
MARTELLE
WELL 1
Lab No.: 200311258 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311258 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200311259 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311259 EXCEPT: sample temperature exceeds 6 degrees celsius.
MASON CITY
WELL 14
Lab No.: 200311314 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 16
Lab No.: 200311315 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 8
Lab No.: 200311316 Upon receipt at the UHL sample meets standard acceptance criteria.
Lab No.: 200311787 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311787 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL A3
Lab No.: 200311313 Upon receipt at the UHL sample meets standard acceptance criteria.
MCGREGOR
WELL 6
Lab No.: 200311079 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311079 EXCEPT: sample temperature exceeds 6 degrees celsius.

MECHANICSVILLE

WELL 2
Lab No.:
Lab No.:
Lab No.:
WELL 3
Lab No.:
Lab No.:

MEDIAPOLIS

WELL 1
Lab No.:
Lab No.:
WELL 4
Lab No.:
Lab No.:
WELL 5

200310957 Upon receipt at the UHL sample meets standard acceptance criteria
200310957 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312710 Upon receipt at the UHL sample meets standard acceptance criteria.

200310958 Upon receipt at the UHL sample meets standard acceptance criteria
200310958 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311246 Upon receipt at the UHL sample meets standard acceptance criteria
200311246 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311247 Upon receipt at the UHL sample meets standard acceptance criteria
200311247 EXCEPT: sample temperature exceeds 6 degrees celsius.
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MEDIAPOLIS

WELL 5
Lab No.:
Lab No.:
WELL 6
Lab No.:
Lab No.:

MERRILL

WELL 4
Lab No.:

200311248 Upon receipt at the UHL sample meets standard acceptance criteria
200311248 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311249 Upon receipt at the UHL sample meets standard acceptance criteria
200311249 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311515 Upon receipt at the UHL sample meets standard acceptance criteria.

MIDDLE AMANA

WELL 8
Lab No.: 200312699 Upon receipt at the UHL sample meets standard acceptance criteria.
MILES
WELL 1
Lab No.: 200311244 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 2
Lab No.: 200311243 Upon receipt at the UHL sample meets standard acceptance criteria.
MONONA
WELL 2
Lab No.: 200311135 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311135 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 3
Lab No.: 200311136 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311136 EXCEPT: sample temperature exceeds 6 degrees celsius.
MONTICELLO
WELL 2
Lab No.: 200311648 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311648 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 3
Lab No.: 200311649 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311649 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 4
Lab No.: 200311650 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311650 EXCEPT: sample temperature exceeds 6 degrees celsius.
MONTOUR
WELL 1
Lab No.: 200312472 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312472 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200312473 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312473 EXCEPT: sample temperature exceeds 6 degrees celsius.

MONTROSE
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MONTROSE

WELL 1

Lab No.: 200311127 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 2

Lab No.: 200311128 Upon receipt at the UHL sample meets standard acceptance criteria.

MORNING SUN

WELL 1

Lab No.: 200312042 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 2

Lab No.: 200312041 Upon receipt at the UHL sample meets standard acceptance criteria.

MOUNT PLEASANT

WELL 4

Lab No.: 200311133 Upon receipt at the UHL sample meets standard acceptance criteria.

Lab No.: 200311133 on label 11:00.

MOUNT VERNON

WELL 2
Lab No.: 200311910 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311910 EXCEPT: sample temperature exceeds 6 degrees celsius.

WELL 3
Lab No.: 200311911 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311911 EXCEPT: sample temperature exceeds 6 degrees celsius.

WELL 4
Lab No.: 200311909 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311909 EXCEPT: sample temperature exceeds 6 degrees celsius.

WELL 5
Lab No.: 200311912 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311912 EXCEPT: sample temperature exceeds 6 degrees celsius.

WELL 6
Lab No.: 200311913 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311913 EXCEPT: sample temperature exceeds 6 degrees celsius.

NASHUA

WELL 2

Lab No.: 200311267 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 3

Lab No.: 200311268 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 4

Lab No.: 200311269 Upon receipt at the UHL sample meets standard acceptance criteria.

NEW HARTFORD

WELL 1

Lab No.: 200311131 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 2

Lab No.: 200311130 Upon receipt at the UHL sample meets standard acceptance criteria.

NORTH LIBERTY

WELL 1
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NORTH LIBERTY

WELL 1
Lab No.: 200311414 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 2
Lab No.: 200311415 Upon receipt at the UHL sample meets standard acceptance criteria.
NORTHWOOD
WELL 3
Lab No.: 200311139 East well #3.
Lab No.: 200311139 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 4
Lab No.: 200311138 West well #4.
Lab No.: 200311138 Upon receipt at the UHL sample meets standard acceptance criteria.
OLEWEIN
WELL 42
Lab No.: 200311344 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 59
Lab No.: 200311345 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 80
Lab No.: 200311346 Upon receipt at the UHL sample meets standard acceptance criteria.
OLIN
WELL 1
Lab No.: 200311341 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 2
Lab No.: 200311342 Upon receipt at the UHL sample meets standard acceptance criteria.
OSAGE
WELL 2
Lab No.: 200311652 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 4
Lab No.: 200311653 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 5
Lab No.: 200311654 Upon receipt at the UHL sample meets standard acceptance criteria.
PARKERSBURG
WELL 1
Lab No.: 200310360 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310360 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200310361 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310361 EXCEPT: sample temperature exceeds 6 degrees celsius.
PEOSTA
WELL 1
Lab No.: 200311834 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311834 EXCEPT: sample temperature exceeds 6 degrees celsius.
PERRY

WELL 12
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PERRY

WELL 12

Lab No.:
Lab No.:

WELL 13

Lab No.:
Lab No.:
Lab No.:
Lab No.:

WELL 14

Lab No.:
Lab No.:
Lab No.:
Lab No.:

WELL 18

Lab No.:
Lab No.:
Lab No.:

WELL 19

Lab No.:
Lab No.:

WELL 20

Lab No.:
Lab No.:

WELL 21

Lab No.:
Lab No.:

WELL 9

Lab No.:
Lab No.:

POSTVILLE

WELL 3

Lab No.:
Lab No.:

WELL 4

Lab No.:
Lab No.:
Lab No.:
Lab No.:

WELL 5

Lab No.:
Lab No.:

PRESTON

WELL 1

Lab No.:
Lab No.:
Lab No.:

200310430 Upon receipt at the UHL sample meets standard acceptance criteria
200310430 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310435 Upon receipt at the UHL sample meets standard acceptance criteria
200310435 EXCEPT: sample temperature exceeds 6 degrees celsius.
200311836 Upon receipt at the UHL sample meets standard acceptance criteria
200311836 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310436 Upon receipt at the UHL sample meets standard acceptance criteria
200310436 EXCEPT: sample temperature exceeds 6 degrees celsius.
200311837 Upon receipt at the UHL sample meets standard acceptance criteria
200311837 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310431 Upon receipt at the UHL sample meets standard acceptance criteria
200310431 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312400 Upon receipt at the UHL sample meets standard acceptance criteria.

200310432 Upon receipt at the UHL sample meets standard acceptance criteria
200310432 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310433 Upon receipt at the UHL sample meets standard acceptance criteria
200310433 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310434 Upon receipt at the UHL sample meets standard acceptance criteria
200310434 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310429 Upon receipt at the UHL sample meets standard acceptance criteria
200310429 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312276 Upon receipt at the UHL sample meets standard acceptance criteria
200312276 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312277 Upon receipt at the UHL sample meets standard acceptance criteria
200312277 EXCEPT: sample temperature exceeds 6 degrees celsius.
200400191 Upon receipt at the UHL sample meets standard acceptance criteria
200400191 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312275 Upon receipt at the UHL sample meets standard acceptance criteria
200312275 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310363 Upon receipt at the UHL sample meets standard acceptance criteria
200310363 EXCEPT: sample temperature exceeds 6 degrees celsius.

200312257 Upon receipt at the UHL sample meets standard acceptance criteria.
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PRESTON
WELL 1
Lab No.:
WELL 2
Lab No.:
Lab No.:

PROTIVIN
WELL 1
Lab No.:
Lab No.:
WELL 2
Lab No.:
Lab No.:

RED OAK
WELL 1
Lab No.:
Lab No.:

RENWICK
WELL 1
Lab No.:
Lab No.:
WELL 2
Lab No.:
Lab No.:

RIDGEWAY
WELL 1
Lab No.:
Lab No.:
WELL 2
Lab No.:
Lab No.:

ROCKFORD
WELL 1
Lab No.:
Lab No.:
WELL 2
Lab No.:
Lab No.:

ROLAND
WELL 1
Lab No.:
WELL 3
Lab No.:
Lab No.:

200400145 Upon receipt at the UHL sample meets standard acceptance criteria.

200310364 Upon receipt at the UHL sample meets standard acceptance criteria
200310364 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311669 Upon receipt at the UHL sample meets standard acceptance criteria
200311669 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311670 Upon receipt at the UHL sample meets standard acceptance criteria
200311670 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310717 Upon receipt at the UHL sample meets standard acceptance criteria
200310717 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310711 Upon receipt at the UHL sample meets standard acceptance criteria
200310711 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310712 Upon receipt at the UHL sample meets standard acceptance criteria
200310712 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310462 Upon receipt at the UHL sample meets standard acceptance criteria
200310462 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310463 Upon receipt at the UHL sample meets standard acceptance criteria
200310463 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310896 Upon receipt at the UHL sample meets standard acceptance criteria
200310896 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310897 Upon receipt at the UHL sample meets standard acceptance criteria
200310897 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311636 Upon receipt at the UHL sample meets standard acceptance criteria.

200311637 Upon receipt at the UHL sample meets standard acceptance criteria.
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ROLAND
WELL 3
Lab No.: 200311637 taken from Well 3.
ROLFE
WELL 1
Lab No.: 200310351 206 Walnut St.
Lab No.: 200310351 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310351 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200310352 209 Locust St.
Lab No.: 200310352 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310352 EXCEPT: sample temperature exceeds 6 degrees celsius.
ROWAN
WELL 1
Lab No.: 200311077 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200311077 EXCEPT: sample temperature exceeds 6 degrees celsius.
RUDD
WELL 1
Lab No.: 200310354 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310354 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200310355 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310355 EXCEPT: sample temperature exceeds 6 degrees celsius.
SALEM
WELL 3
Lab No.: 200310357 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310357 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 4
Lab No.: 200310358 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310358 EXCEPT: sample temperature exceeds 6 degrees celsius.
SHEFFIELD
WELL 1
Lab No.: 200310720 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310720 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200310719 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310719 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 4
Lab No.: 200310721 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310721 EXCEPT: sample temperature exceeds 6 degrees celsius.
SHELL ROCK
WELL 1
Lab No.: 200310893 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310893 EXCEPT: sample temperature exceeds 6 degrees celsius.
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SHELL ROCK
WELL 2
Lab No.: 200310894 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310894 EXCEPT: sample temperature exceeds 6 degrees celsius.

SHELLSBURG
WELL 1
Lab No.: 200310955 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310955 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200310954 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310954 EXCEPT: sample temperature exceeds 6 degrees celsius.

SIOUX CITY
WELL 19
Lab No.: 200310424 Upon receipt at the UHL sample meets standard acceptance criteria.
SOLON
WELL 1
Lab No.: 200312599 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 2
Lab No.: 200309881 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 3
Lab No.: 200309880 Upon receipt at the UHL sample meets standard acceptance criteria.
SPRINGVILLE
WELL 1

Lab No.: 200310714 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310714 EXCEPT: sample temperature exceeds 6 degrees celsius.
Lab No.: 200310714 label 13:40.

ST ANSGAR

WELL 1

Lab No.: 200311587 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 2

Lab No.: 200311586 Upon receipt at the UHL sample meets standard acceptance criteria.

STACYVILLE
WELL 1
Lab No.: 200310185 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310185 EXCEPT: sample temperature exceeds 6 degrees celsius.

STOCKTON

WELL 1

Lab No.: 200310845 Upon receipt at the UHL sample meets standard acceptance criteria.

Lab No.: 200310845 on label 11:10.
WELL 2

Lab No.: 200310846 Upon receipt at the UHL sample meets standard acceptance criteria.

Lab No.: 200310846 on label 11:12.

STORY CITY
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STORY CITY

WELL 1

Lab No.:
WELL 2

Lab No.:
WELL 3

Lab No.:

200309939 Upon receipt at the UHL sample meets standard acceptance criteria.
200309940 Upon receipt at the UHL sample meets standard acceptance criteria.

200309941 Upon receipt at the UHL sample meets standard acceptance criteria.

STRAWBERRY POINT

WELL 3
Lab No.:
Lab No.:
WELL 4
Lab No.:
Lab No.:

STRUBLE
WELL D-1
Lab No.:
Lab No.:
Lab No.:
WELL D-2
Lab No.:
Lab No.:
Lab No.:

TAMA
WELL 3
Lab No.:
Lab No.:
WELL 4
Lab No.:
Lab No.:
WELL 5
Lab No.:
Lab No.:

200309931 Upon receipt at the UHL sample meets standard acceptance criteria
200309931 EXCEPT: sample temperature exceeds 6 degrees celsius.

200309932 Upon receipt at the UHL sample meets standard acceptance criteria
200309932 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310346 Southern Sioux County RWS
200310346 Upon receipt at the UHL sample meets standard acceptance criteria
200310346 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310347 Southern Sioux County RWS
200310347 Upon receipt at the UHL sample meets standard acceptance criteria
200310347 EXCEPT: sample temperature exceeds 6 degrees celsius.

200309943 Upon receipt at the UHL sample meets standard acceptance criteria
200309943 EXCEPT: sample temperature exceeds 6 degrees celsius.

200309944 Upon receipt at the UHL sample meets standard acceptance criteria
200309944 EXCEPT: sample temperature exceeds 6 degrees celsius.

200309945 Upon receipt at the UHL sample meets standard acceptance criteria
200309945 EXCEPT: sample temperature exceeds 6 degrees celsius.

TAMA POWESHIEK WA

WELL 1

Lab No.:

Lab No.:
WELL 2

Lab No.:

Lab No.:
WELL 3

Lab No.:

Lab No.:
WELL 4

Lab No.:

200312475 Poweshiek Water Assoc.

200312475 Upon receipt at the UHL sample meets standard acceptance criteria.

200312476 Poweshiek Water Assoc.

200312476 Upon receipt at the UHL sample meets standard acceptance criteria.

200312477 Poweshiek Water Assoc.

200312477 Upon receipt at the UHL sample meets standard acceptance criteria.

200312478 Poweshiek Water Assoc.
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TAMA POWESHIEK WA

WELL 4
Lab No.:

THORNTON
WELL 1
Lab No.:
WELL 2
Lab No.:

TIFFIN
WELL 2
Lab No.:
WELL 3
Lab No.:

UNION
WELL 1
Lab No.:
Lab No.:
WELL 3
Lab No.:
Lab No.:

VINCENT

200312478 Upon receipt at the UHL sample meets standard acceptance criteria.

200310182 Upon receipt at the UHL sample meets standard acceptance criteria.

200310183 Upon receipt at the UHL sample meets standard acceptance criteria.

200310232 Upon receipt at the UHL sample meets standard acceptance criteria.

200310233 Upon receipt at the UHL sample meets standard acceptance criteria.

200311093 Upon receipt at the UHL sample meets standard acceptance criteria
200311093 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311094 Upon receipt at the UHL sample meets standard acceptance criteria
200311094 EXCEPT: sample temperature exceeds 6 degrees celsius.

CITY WATER PLANT

Lab No.:

Lab No.:
WELL 1

Lab No.:
WELL 2

Lab No.:

VINTON
WELL 2
Lab No.:
Lab No.:
WELL 3
Lab No.:
Lab No.:
WELL 4
Lab No.:
Lab No.:
WELL 5
Lab No.:
Lab No.:

WALCOTT

WELL 3
Lab No.:

200311150 Upon receipt at the UHL sample meets standard acceptance criteria
200311150 EXCEPT: sample temperature exceeds 6 degrees celsius.

200309954 Upon receipt at the UHL sample meets standard acceptance criteria.

200309955 Upon receipt at the UHL sample meets standard acceptance criteria.

200310201 Upon receipt at the UHL sample meets standard acceptance criteria
200310201 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310202 Upon receipt at the UHL sample meets standard acceptance criteria
200310202 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310203 Upon receipt at the UHL sample meets standard acceptance criteria
200310203 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310204 Upon receipt at the UHL sample meets standard acceptance criteria
200310204 EXCEPT: sample temperature exceeds 6 degrees celsius.

200311141 Upon receipt at the UHL sample meets standard acceptance criteria
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WALCOTT
WELL 3
Lab No.:
Lab No.:

WATERLOO
WELL 10
Lab No.:
Lab No.:
WELL 11
Lab No.:
Lab No.:
WELL 12
Lab No.:
Lab No.:
WELL 13
Lab No.:
Lab No.:
WELL 15
Lab No.:
Lab No.:
WELL 17
Lab No.:
Lab No.:
WELL 18
Lab No.:
Lab No.:
WELL 19
Lab No.:
Lab No.:
WELL 22
Lab No.:
Lab No.:
WELL 7
Lab No.:
Lab No.:

WAUCOMA

WELL 1
Lab No.:

WAUKON
WELL 2
Lab No.:
Lab No.:
WELL 3
Lab No.:
Lab No.:
WELL 4
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200311141 EXCEPT: sample temperature exceeds 6 degrees celsius.
200311141 label 11:20.

200310190 Upon receipt at the UHL sample meets standard acceptance criteria
200310190 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310191 Upon receipt at the UHL sample meets standard acceptance criteria
200310191 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310192 Upon receipt at the UHL sample meets standard acceptance criteria
200310192 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310193 Upon receipt at the UHL sample meets standard acceptance criteria
200310193 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310194 Upon receipt at the UHL sample meets standard acceptance criteria
200310194 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310195 Upon receipt at the UHL sample meets standard acceptance criteria
200310195 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310196 Upon receipt at the UHL sample meets standard acceptance criteria
200310196 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310197 Upon receipt at the UHL sample meets standard acceptance criteria
200310197 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310198 Upon receipt at the UHL sample meets standard acceptance criteria
200310198 EXCEPT: sample temperature exceeds 6 degrees celsius.

200310189 Upon receipt at the UHL sample meets standard acceptance criteria
200310189 EXCEPT: sample temperature exceeds 6 degrees celsius.

200313084 Upon receipt at the UHL sample meets standard acceptance criteria.

200309934 Upon receipt at the UHL sample meets standard acceptance criteria.
200309934 EXCEPT: sample temperature exceeds 6 degrees celsius.

200309935 Upon receipt at the UHL sample meets standard acceptance criteria.
200309935 EXCEPT: sample temperature exceeds 6 degrees celsius.




4th Quarter 2003
WAUKON
WELL 4
Lab No.: 200309936 Upon receipt at the UHL sample meets standard acceptance criteria.
Lab No.: 200309936 EXCEPT: sample temperature exceeds 6 degrees celsius.
WAVERLY
WELL 5
Lab No.: 200310018 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 6
Lab No.: 200310016 Upon receipt at the UHL sample meets standard acceptance criteria.
Lab No.: 200312315 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 7
Lab No.: 200310017 Upon receipt at the UHL sample meets standard acceptance criteria.
WAYLAND
WELL 2
Lab No.: 200309938 Upon receipt at the UHL sample meets standard acceptance criteria.
WEBSTER CITY
WELL 5
Lab No.: 200313235 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200313235 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 6
Lab No.: 200313234 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200313234 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELLMAN
WELL 2
Lab No.: 200311484 Upon receipt at the UHL sample meets standard acceptance criteria.
Lab No.: 200311484 Well 2 (Jordan)
WEST BEND
WELL 1
Lab No.: 200309923 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 3
Lab No.: 200309924 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 5
Lab No.: 200309925 Upon receipt at the UHL sample meets standard acceptance criteria.

WEST BURLINGTON

WELL 4
Lab No.:
Lab No.:
WELL 5
Lab No.:
Lab No.:

200309855 Upon receipt at the UHL sample meets standard acceptance criteria
200309855 EXCEPT: sample temperature exceeds 6 degrees celsius.

200309856 Upon receipt at the UHL sample meets standard acceptance criteria
200309856 EXCEPT: sample temperature exceeds 6 degrees celsius.

WEST LIBERTY

WELL 2
Lab No.:

200309816 Upon receipt at the UHL sample meets standard acceptance criteria.
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WEST LIBERTY

WELL 3
Lab No.: 200309817 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 4
Lab No.: 200309818 Upon receipt at the UHL sample meets standard acceptance criteria.
WEST UNION
WELL 3
Lab No.: 200309578 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200309578 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 4
Lab No.: 200309579 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200309579 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 5
Lab No.: 200309580 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200309580 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 6
Lab No.: 200309581 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200309581 EXCEPT: sample temperature exceeds 6 degrees celsius.
WESTFIELD
WELL 3
Lab No.: 200309636 Upon receipt at the UHL sample meets standard acceptance criteria.
Lab No.: 200309636 at 8:00.
WHEATLAND
WELL 2
Lab No.: 200310187 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200310187 EXCEPT: sample temperature exceeds 6 degrees celsius.
Lab No.: 200312940 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200312940 EXCEPT: sample temperature exceeds 6 degrees celsius.
WINFIELD
WELL 1
Lab No.: 200309633 Upon receipt at the UHL sample meets standard acceptance criteria.
WELL 2
Lab No.: 200309634 Upon receipt at the UHL sample meets standard acceptance criteria.
WINTHROP
WELL 1
Lab No.: 200309638 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200309638 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200309639 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200309639 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 3
Lab No.: 200309640 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200309640 EXCEPT: sample temperature exceeds 6 degrees celsius.

WOODBINE
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WOODBINE

WELL 1

Lab No.: 200309927 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 2

Lab No.: 200309928 Upon receipt at the UHL sample meets standard acceptance criteria.

WELL 3

Lab No.: 200309929 Upon receipt at the UHL sample meets standard acceptance criteria.

WORTHINGTON
WELL #1
Lab No.: 200309711 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200309711 EXCEPT: sample temperature exceeds 6 degrees celsius.

WYOMING
WELL 1
Lab No.: 200309583 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200309583 EXCEPT: sample temperature exceeds 6 degrees celsius.
WELL 2
Lab No.: 200309584 Upon receipt at the UHL sample meets standard acceptance criteria
Lab No.: 200309584 EXCEPT: sample temperature exceeds 6 degrees celsius.
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